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[1] Dobson and Brewer spectrophotometer and filter ozonometer data available from
the World Ozone and Ultraviolet Data Centre (WOUDC) were compared with satellite total
ozone measurements from TOMS (onboard Nimbus 7, Meteor 3, and Earth Probe
satellites), OMI (AURA satellite) and GOME (ERS-2 satellite) instruments. Five
characteristics of the difference with satellite data were calculated for each site and
instrument type: the mean difference, the standard deviation of daily differences, the
standard deviation of monthly differences, the amplitude of the seasonal component of
the difference, and the range of annual values. All these characteristics were calculated for
five 5-year-long bins and for each site separately for direct sun (DS) and zenith sky (ZS)
ozone measurements. The main percentiles were estimated for the five characteristics of the
difference and then used to establish criteria for ‘‘suspect’’ or ‘‘outlier’’ sites for each
characteristic. About 61% of Dobson, 46% of Brewer, and 28% of filter stations located
between 60S and 60N have no ‘‘suspect’’ or ‘‘outlier’’ characteristics. In nearly 90%
of all cases, Dobson and Brewer sites demonstrated 5-year mean differences with
satellites to be within ±3% (for DS observations). The seasonal median difference
between all Brewer DS measurements at 25–60N and GOME and OMI overpasses
remained within ±0.5% over a period of more than 10 years. The satellite instrument
performance was also analyzed to determine typical measurement uncertainties. It is
demonstrated that systematic differences between the analyzed satellite instruments are
typically within ±2% and very rarely are they outside the ±3% envelope. As the satellite
instrument measurements appear to be better than ±3%, ground-based instruments with
precision values worse than ±3% are not particularly useful for the analyses of long-term
changes and comparison with numerical simulations.
Citation: Fioletov, V. E., et al. (2008), Performance of the ground-based total ozone network assessed using satellite data,
J. Geophys. Res., 113, D14313, doi:10.1029/2008JD009809.
1. Introduction
[2] Detection of ozone decline and the expected future
ozone recovery requires long-term records of ozone
measurements with small uncertainties. The expected rate
of ozone increase due to the reduction of ozone-depleting
substances is about 1% per decade [e.g., World Meteoro-
logical Organization (WMO), 2007]. Even a small long-
term drift in the measurements could yield a large error in
the estimate of ozone recovery. For a merged satellite
data set Stolarski and Frith [2006] estimated an overall
drift uncertainty of a little more than 1%/decade due to
instrument-related effects. Ground-based Dobson and
Brewer spectrophotometers can potentially maintain a
1% level of precision over long time intervals [Komhyr
et al., 1989; Basher, 1982, 1994; Kerr et al., 1997;
Fioletov et al., 2005]. Since instrument calibration errors
are typically independent for individual ground-based
instruments, ozone values averaged from several stations
should have even smaller uncertainties. However, to
operate on that level, instruments must be properly and
regularly calibrated and maintained, and the data should
be appropriately processed and, if necessary, reprocessed.
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[3] Ground-based data are widely used for the validation
of satellite ozone retrievals [e.g., Fleig et al., 1986;
McPeters and Labow, 1996; Bramstedt et al., 2003; Weber
et al., 2005; Balis et al., 2007a, 2007b]. Satellite data have
been used to estimate the performance of the ground-based
network as well to detect potential problems with individ-
ual station records [Bojkov et al., 1988; Fioletov et al.,
1999]. Since a single version of the analysis algorithm is
used to process the entire data set from a single satellite
instrument and satellite instrument characteristics are typ-
ically changing slowly, sudden ‘‘jumps’’ or large drifts for
individual sites in the ground-satellite differences are
commonly related to problems with ground-based data.
Comparison with satellite data was recommended as a
diagnostic tool for Dobson data reevaluation [WMO,
1993]. There are, however, certain limits on how well
ground-based and satellite data can agree. The limits are
controlled by a difference in the algorithms and assump-
tions used to calculate total ozone, e.g., by the difference
in ozone absorption coefficients, their temperature depen-
dence, assumptions about the stratospheric ozone and
temperature distribution, and radiative transfer calculations.
Ground-based and satellite instruments also measure dif-
ferent characteristics of total ozone: while the former
instruments measure column ozone along the path in the
direction toward the Sun, the latter retrieve ozone over a
large area of the instrument field-of-view. Sources of the
difference between ground-based and satellite systems has
been studied intensively [e.g., Vanicek, 2006; Balis et al.,
2007a].
[4] At present, an agreement better than 1% between
ground-based and satellite data is likely not achievable,
but many stations have standard deviations of monthly
mean differences with satellite data less than 2%. In
1986–1993 more than 72% of all Dobson stations had
standard deviations at or below this level [Fioletov et al.,
1999]. Large differences with satellite data can often be
traced to problems in ground-based records. Detection of
such problems and the selection of a set of ‘‘good’’ stations
for such tasks as satellite measurement validation or esti-
mation of long-term ozone trends is often done subjectively.
In this study we focus on the distribution of various
characteristics of the difference between satellite and
ground-based data and the application of these character-
istics for uncovering potential problems with the ground-
based data records.
[5] Section 2 describes the data sets and comparison
algorithm. General results of ground-based and satellite
data comparisons for wide latitudinal belts are discussed
in section 3.1. The uncertainties associated with satellite
data were estimated based on a comparison of data from
different satellite instruments. Results of this comparison
for gridded and overpass satellite data are discussed in
sections 3.2 and 3.3 respectively. The characteristics of the
difference between ground-based and satellite data are
given in section 3.4 and the overall performance of the
ground-based network is reviewed in section 3.5. A sum-
mary and a discussion of the results are given in section 4.
The performance of individual sites will not be discussed in
this paper. A station-by-station report of the comparisons
between the various satellites and individual sites statistics
is available from the World Ozone and Ultraviolet Radia-
tion Data Centre (WOUDC) web site (www.woudc.org).
2. Data Set and Comparison Algorithms
2.1. Satellite Data
[6] Data from the Total Ozone Mapping Spectrometer
(TOMS) instrument onboard the Nimbus 7 (from November
1978 to May 1993), Meteor 3 (from August 1991 to
November 1994) and Earth Probe (EP) (from July 1996 to
December 2005) satellites and the Ozone Monitoring
Instrument (OMI) onboard the Aura satellite (from August
2004 to December 2007) all processed using the version 8
algorithm (available from http://toms.gsfc.nasa.gov) were
used in this study. Also used were data from the Global
Ozone Monitoring Experiment (GOME) onboard the
European Space Agency’s ERS-2 satellite (from July 1995
to June 2003). Three algorithms were developed for GOME
applications in 2003 and used to reprocess the GOME total
ozone data. These algorithms are all based on the DOAS
(Differential Optical Absorption Spectroscopy) technique.
They are the WFDoas algorithm [Coldewey-Egbers et al.,
2005]; the TOGOMI/TOSOMI algorithm [Eskes et al.,
2005]; and the GDOAS algorithm [Van Roozendael et
al., 2006]. For all three algorithms, retrieved GOME
total ozone show excellent agreement with each other,
so only one GOME data set was used here (WFDoas
version 1 algorithm). The GOME data are available from
http://www.iup.uni-bremen.de/gome/wfdoas/.
[7] For all satellite data sources, the analysis was done
using 1 latitude by 1.25 longitude gridded (Level 3) data
with daily temporal resolution. Ozone values for individual
sites (overpasses) were also extracted from the gridded data.
Gridded data were preferred in order to avoid issues related
to the differences in fields-of-view of the individual instru-
ments so that satellite-to-satellite comparisons were more
appropriate. In regions where there are multiple orbits over
the same location, the gridded data product also has the
advantage of being an average of measurements made at
different times, more closely reproducing the average daily
value measured from the ground.
[8] While a discussion about different satellite algorithms
is beyond the scope of this paper, one principal difference
between WFDoas and Version 8 TOMS algorithms should
be mentioned. Both algorithms estimate ‘‘ghost’’ vertical
column to account for missing ozone below clouds and thus
add it to the measured column ozone. WFDoas algorithm
uses effective scene height determined from cloud top
height and cloud fraction information derived in the oxygen
A-band in combination with the terrain height of the
observed GOME ground pixel [Coldewey-Egbers et al.,
2005]. In the TOMS algorithm, reflectivity measurements
and cloud climatology are used to determine cloud top
height [McPeters et al., 1998]. Therefore it is expected to
see some difference between GOME and TOMS/OMI
ozone retrieved under cloudy conditions.
[9] The difference between satellite and ground-based
data show practically no dependence on the solar zenith
angle and surface reflectivity for the most recent versions of
satellite algorithms discussed here except for observations at
very large zenith angles (greater that 80) seen at high
latitudes [McPeters and Labow, 1996; Weber et al., 2005;
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Balis et al., 2007b]. Since this study is focused on stations
that are outside the polar regions, we did not put any criteria
on the range of zenith angles for satellite observations.
2.2. Ground-Based Data
[10] Daily mean values derived from Dobson and Brewer
spectrophotometer and filter ozonometer measurements are
available from the WOUDC archive and have been ana-
lyzed in this study for the period 1978–2006. A map of the
station locations is shown in Figure 1. Calculations are done
separately for direct sun (WOUDC observation code is 0 or
‘‘DS’’) and zenith sky observations (WOUDC observation
codes between 2 and 7 or ‘‘ZS’’). Typically, a station reports
a daily mean value (or ‘‘daily representative’’ value for
some Dobson sites) from DS measurements if one or more
DS observations are available, otherwise the daily mean
value is calculated from ZS observations. In other words,
ZS daily values are typically reported on cloudy days.
Dobson DS measurements can be performed using different
wavelength pairs (AD, CC0, and CD-pair, see Komhyr
[1980] for details), but since 1978, more than 98% of
Dobson DS daily values have been obtained using the
AD-pair.
[11] The measurements of the ground-based network of
the Dobson and Brewer network rely on the primary instru-
ments. The primary Dobson instrument is maintained by
NOAA at Boulder, USA [Komhyr et al., 1989], while the
Brewer network calibration is based on a triad of Brewer
instruments operated at Toronto, Canada, by Environment
Canada [Kerr et al., 1997; Fioletov et al., 2005]. The
calibration scales of Dobson and Brewer networks are
independent. The vast majority of filter ozonometer are
calibrated against the Russian standard Dobson 108, which
is part of the European Dobson calibration system, and data
are processed by the Russian Main Geophysical Observatory
(MGO), St. Petersburg.
[12] There are numerous publications about the instru-
ments and their performance [e.g., Komhyr, 1980; Basher,
1982; Gustin et al., 1985; Kerr et al., 1988; Bojkov et al.,
1994] and therefore they are not discussed in any detail
here. However, basic information on calibration procedures
is given below to explain potential sources of errors in the
ground-based data. All ground-based instruments are cali-
brated with two main parameters estimated: the extraterres-
trial constant (ETC) value and the effective ozone absorption
coefficient. A calibrated reference ‘‘standard’’ instrument is
typically used to establish the ETC value. An effective ozone
absorption coefficient can be derived directly from tests for
the individual instrument, as is currently done for Brewer
instruments, or the instrument effective ozone absorption
coefficients can be taken as given and then the individual
instrument aligned to the same specifications as the standard
instrument, as is done for Dobson instruments [Dobson,
1957]. An error in the ETC value yields an error that depends
on the solar zenith angle, while an error in effective ozone
absorption coefficient introduces a relative bias. While it is
strongly recommended that data be evaluated and, if needed,
reprocessed after calibrations, this is not always done.
Figure 1. Map showing the location of total ozone stations where data were submitted to the WOUDC
within the period of 1979–2006. The WOUDC data contained within this temporal range represents a
total of 103 agencies, located in 78 countries, reporting data.
Table 1. Data Bins With Corresponding Time Intervals and
Satellite Data Sources Used in This Study
Bin Period Satellite and Instrument
1 1978–1985 Nimbus 7 TOMS (Version 8)
2 1986–1990 Nimbus 7 TOMS (Version 8)
3 1991–1995 Nimbus 7 TOMS (Version 8),
Meteor 3 TOMS (Version 8),
GOMEa (University of Bremen version)
4 1996–2000 EP TOMS (Version 8),
GOME (University of Bremen version)
5 2001–2006 EP TOMS (Version 8),
GOME, OMI (NASA version)
aGOME data are available starting in July 1995.
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Figure 2. Difference between Dobson and Brewer daily total ozone values and data from different
satellites over 25–60N, 25–60S, and the tropical region (25S–25N). Each point on the plot
represents the median value of the difference for a season. Calculations were done for DS and ZS
measurements separately.
D14313 FIOLETOV ET AL.: PERFORMANCE OF OZONE NETWORK
4 of 19
D14313
Without proper reprocessing, sudden ‘‘jumps’’ in the record
of differences with the satellite data can be seen in some
cases, corresponding to the recalibration at a specific date.
[13] There are small (typically within ±1.5%, but possibly
larger in winter at high latitudes) seasonal, systematic
differences between Dobson and Brewer total ozone [e.g.,
Kerr et al., 1988; Staehelin et al., 1998, 2003]. This
difference in seasonal variation is partially attributable to
the different temperature sensitivities of the ozone effective,
differential absorption cross sections for the two types of
instruments: unlike satellite algorithms, the operationally
used Dobson and Brewer instrument total ozone retrieval
algorithms do not account for temperature and ozone profile
variability in the atmosphere [Kerr, 2002]. Different instru-
ment stray light properties and Dobson instrument sensi-
tivity to sulfur dioxide [De Muer and De Backer, 1992]
are possible additional contributing factors to the Dobson-
Brewer differences.
[14] The ground-based network is operated under the
auspices of the Global Atmosphere Watch (GAW) program
of the World Meteorological Organization (WMO) and
Standard Operation Procedures (SOPs) are supposed to
provide guidelines for observations. However, it should be
noted that the stations shown in Figure 1 are operated by
103 different agencies, and operational procedures, calibra-
tion practices, data processing, etc., are not always exactly
the same or conducted in a uniform manner by all the
different agencies.
2.3. Comparison Algorithm
[15] All comparisons here were done using daily total ozone
values with satellite overpasses matched with ground-based
observations for each day and for every ground-based station.
Then the difference between the ground-based and overpass
values was calculated for each day at each site and the
difference expressed as the percent of the average of ground-
based and satellite values for that day. The obtained differences
were then analyzed to determine the mean, the median and the
standard deviation. For comparisons in section 3.1, daily
percent differences from all sites within the analyzed latitudi-
nal belt were lumped together to calculate seasonal differences.
Calculations were done separately for each satellite instrument
and for the DS and ZS observations of each of the three
ground-based instrument types. The comparisons of different
satellite data sets in section 3.2 were done using daily gridded
data.
[16] Sections 3.3 and 3.4 discuss the distribution of
certain characteristics of the difference among the sites.
These characteristics were calculated for the difference
between satellite data and overpasses (section 3.3) as well
as between satellite data and ground-based observations
(section 3.4). Because of changes in satellite instruments
and fluctuations in time of ground-based instrument param-
eters, due primarily to instrument recalibrations and refur-
bishments, the analysis was done for five time intervals (or
‘‘bins’’) each of which was about 5-years long as shown in
Table 1. Results were presented either for each bin sepa-
rately or for estimates from all bins lumped together.
[17] Five characteristics of the differences were calculated
for each site and instrument type: the mean difference, the
standard deviation of daily differences, the standard devia-
tion of monthly differences, the amplitude of the seasonal
component of the difference, and the range of annual values.
All of these characteristics were calculated for each bin and
each site separately for DS and ZS measurements for the
Dobson, Brewer, and filter instruments respectively.
[18] All percent difference values from one site within
one bin were used to calculate the mean value and the
standard deviation and at least 100 values were required.
For the standard deviation of monthly differences, monthly
mean differences were calculated for months with at
least 7 days of data and then the standard deviation of
these monthly mean differences was computed. At least
15 monthly values were required for this calculation. The
range of annual values was calculated as the difference
between the largest and the smallest annual mean difference.
At least 60 days with data were necessary to be available to
define an annual value of the difference. The limits on the
number of values used here were set to be large enough to
make the estimates of the parameters accurate and low enough
to have a sufficient number of sites for the comparison.
[19] The amplitude of the seasonal difference was esti-
mated for each station and each bin from the best fit of daily
differences using the following function:
D tð Þ ¼ aþ g1 sin wt þ g2 cos wt þ residual
where t is the time in months, w = 2p/12 months, a is an
offset, and the g1 sin wt + g2 cos wt term represents the
seasonal component of the difference. The amplitude of the
seasonal component was calculated as
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
g21 þ g22
p
. A
minimum of least 300 days with data were required to be
available for this calculation.
3. Results
3.1. Ground-Based Versus Satellite Data
[20] Figure 2 illustrates the overall performance of the
ground-based network by presenting the percentage differ-
ence between Dobson, Brewer, and filter instruments and
Nimbus 7, Meteor 3, Earth Probe TOMS, GOME, and OMI
Figure 3. Mean (dotted line) and median (solid line)
difference between Brewer DS and GOME (blue lines) and
OMI (green lines) measurements at 25–60N. The plot
possibly illustrated the best observed agreement between
satellite and ground-based ozone observations. The median
values are very similar to the mean values, but they are less
sensitive to ‘‘outliers’’ and therefore demonstrate less
scattering.
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satellite instruments. Each point on the plot represents the
median value of all differences between satellite overpass
data and ground-based observations at all sites for one
season. All available WOUDC data were used for these
plots with no initial data screening. The median values were
used instead of more common mean values to reduce the
impact of ‘‘outliers’’ on the comparison results. Plots of the
mean values are very similar with a slightly larger amplitude
of the differences. Calculations are done separately for
Figure 4. (top) The mean value of the GOME minus EP TOMS difference in percent for 1996–2000.
(bottom) The seasonal amplitude of the GOME-EP TOMS difference in percent for the 60S–60N
region for 1996–2000.
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direct sun and zenith sky observations for three latitudinal
belts (25–60N, 25–60S, and 25S–25N).
[21] The overall agreement between direct sun (DS)
Dobson and Brewer observations and various satellite
instruments at 25–60N is quite good and is close to the
claimed instrument precision of about 1%. The agreement
between Brewer DS data and GOME and OMI observations
at 25–60N is truly remarkable with the median difference
typically within ±0.5% range (Figure 3). Figure 2 also
confirms a known result [Weber et al., 2005] that in general
Brewer DS observations show a better agreement with
GOME and have some season-dependent difference with
Figure 5. Mean differences between different satellite instruments estimated for May–August and
November–February given in percent.
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EP TOMS, while Dobson DS data have some season-
dependent difference with GOME and not with EP TOMS.
From Figure 2, there appears no such season-dependent
difference between Dobson DS and EP data over the
tropical belt and at 25–60S.
[22] The median difference of Dobson zenith sky (ZS)
data with satellite observations is similar to those for
Dobson DS data. Like the DS data, there is a clear seasonal
dependence between Dobson ZS and GOME data while this
dependence is much weaker when Dobson ZS data are
compared with EP TOMS. The agreement between ZS daily
values and satellite data for the 25–60S belt is not as good
as for 25–60N belt. Brewer ZS data show a much larger
seasonal dependence, particularly prior to 1995. They also
appeared to be biased by 2% thereafter. It should be
mentioned, however, that only a small fraction (14%) of
daily mean Brewer values were calculated from ZS obser-
vations. The same fraction for Dobson data is about 28%.
[23] The median difference of all filter ozonometer data
against various satellite observations was typically within
the ±1% range up to the mid-1990s and had a 1.5% bias
thereafter. Since the same bias was not seen in Dobson and
Brewer records, this may suggest a systematic error of the
entire filter ozonometer network. At the time of this study,
no data after 2003 had been submitted to the WOUDC and
the post-2003 differences are based on a very limited
number of stations. Filter ozonometer ZS data demonstrate
performance similar to filter ozonometer DS data.
[24] Figure 2 also shows a difference between individual
satellite instruments: when data from two instruments are
available at the same time, they can be compared to the
same set of ground-based observations. This comparison
demonstrates that the difference between satellite instru-
ments is not just a uniform systematic bias. For example,
Meteor 3 and Nimbus 7 TOMS data agree within 1% at
25–60N, but there is a 1–2% bias between them over the
tropical region (25S–25N) and in the southern hemi-
sphere 25–60S (Nimbus 7 TOMS values are higher).
The seasonal structure of the difference between Dobson
and EP TOMS data seen at 25–60N, disappears over
other two regions. The examples given above suggest that
the difference between individual satellite instruments
should be investigated before any conclusion about
ground-based station performance is given based on satellite
overpass data analysis.
3.2. Difference Between Individual Satellite
Instruments
[25] Three pairs of satellite instruments were compared to
study the mean, standard deviation, and the annual cycle
amplitude of the differences. These three pairs represent
three different scenarios: in the case of Meteor 3 and
Nimbus 7 comparison, the same type of instrument and
the same processing algorithm was used, but the satellite
orbits were different. For the OMI-EP TOMS comparison,
the same algorithm was used, but the instruments were
significantly different. Finally, GOME and EP TOMS are
different instruments and the data were processed using
different algorithms. GOME and EP TOMS data were
compared for two intervals, 1996–2000 and 2001–2003
to take into account serious degradation of the EP TOMS
instrument after 2000. All comparisons were done using
1 latitude by 1.25 longitude gridded data.
[26] We start the discussion with the GOME and EP
TOMS comparison for 1996–2000. Figure 4 (top) shows
the mean difference (GOME minus EP TOMS expressed in
% of the GOME and EP TOMS average). For about 90% of
the grid cells, the mean difference is within the range of
±1.7%, there are areas where the difference is outside the
Figure 6. Standard deviation of the difference between the
various satellite instruments for daily gridded data given in
percent.
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±2.5% interval. As discussed later, the standard deviation of
the difference between the two daily gridded data sets is
small. Therefore this high mean difference cannot be
attributed to a random fluctuation.
[27] The areas of large differences are located over
specific geographical regions and the isolines of the differ-
ences often follow the continental contours. These large
differences are of particular interest in the tropical region
where ozone variability is small and long-term fluctuations
are typically within 1%. Over the tropical region, the
difference ranges from +1.2% (i.e., GOME is higher then
EP TOMS) over the Pacific and Atlantic to 2.8% over the
Amazon River basin, Equatorial West Africa, and Sumatra.
The interpretation of these differences is beyond the scope
of this study, although we can point out a correlation
between the difference distribution in the tropical region
and region’s cloud cover climatology.
[28] As Figure 2 suggests, the difference between the two
satellite instruments may have an annual cycle. To estimate
its amplitude, the difference time series for each grid point
was fitted by a periodic function as described in section 2.
The analysis was limited to the 60S–60N region to avoid
issues related to missing data during the polar night. The
results are shown in Figure 4 (bottom). For 90% of the grid
cells located between 60S and 60N, the amplitude is less
than 1.4%, however for 1% of all grid cells the amplitude is
greater than 2.4%, particularly over Iran and the West coast
of India, where the peak amplitude is as high as 3% (i.e., the
minimum-to-maximum difference is 6%).
[29] The periods of parallel measurements of EP TOMS
and OMI as well as Meteor 3 and Nimbus 7 TOMS are too
short to study the annual cycle amplitude of the difference
in the same way as it was done for GOME and EP TOMS
pair. To illustrate the bias between the satellite instrument
pairs and their dependence on season, Figure 5 shows the
difference for the winter and summer seasons. Calculations
are done for May–August and November–February peri-
ods that roughly represent ±2 month intervals around the
summer and winter solstices. The plots of GOME-EP
TOMS differences for 1996–2000 for winter and summer
shows the features seen previously in Figure 4: a 3% bias
in GOME against EP TOMS data over certain areas within
the equatorial region, and a 3% positive bias can be seen
over subpolar regions in winter time. For the period of
2001–2003, the GOME-EP TOMS difference shows essen-
tially the same patterns as for 1996–2000, but with all
values reduced by 0.5–1%. For example, if the November–
February difference over the Amazon River basin was about
2.5% in 1996–2000, less than for the second period
(2001–2003) when it was about 3.5%.
Table 2. Frequency Distribution for Various Parameters of the Difference Between Meteor 3, GOME, and OMI Overpasses With
Nimbus 7 and EP TOMS Overpasses Calculated for WOUDC Sitesa
Parameter 5th Percentile 10th Percentile Median 90th Percentile 95th Percentile
DS Overpasses
Mean difference, % 1.5 1.1 0.2 0.8 1
Standard deviation of daily difference, % 1.4 1.5 1.9 2.5 2.6
Standard deviation of monthly difference, % 0.4 0.5 0.9 1.5 1.7
Seasonal amplitude of the difference, % 0.2 0.4 1.1 1.9 2
Range of annual mean differences, % 0.1 0.2 0.6 1.4 1.7
ZS Overpasses
Mean difference, % 2 1.6 0.2 1.3 1.8
Standard deviation of daily difference, % 1.5 1.6 2.3 3 3.2
Standard deviation of monthly difference, % 0.4 0.6 1.1 1.8 2
Seasonal amplitude of the difference, % 0.5 0.6 1.3 2.1 2.3
Range of annual mean differences, % 0.1 0.3 0.8 1.6 1.8
aCalculations were done separately for overpass data matching ground-based DS and ZS observations.
Table 3. Frequency Distribution for Various Parameters of the
Difference Between Dobson, Brewer, and Filter Instrument Data
With Satellite Overpassesa
Parameter
5th
Percentile
10th
Percentile Median
90th
Percentile
95th
Percentile
Mean Difference, %
Dobson DS 3.6 2.7 0.6 1.1 1.5
Brewer DS 2.7 1.8 0.2 1.7 2.2
Filter DS 1.8 1.3 0.4 3.2 5.3
Dobson ZS 4.8 3.1 0.2 1.8 2.3
Brewer ZS 4.3 1.7 2.5 6.5 7.4
Filter ZS 1.9 1.2 0.8 4.5 7.7
Standard Deviation of Daily Difference, %
Dobson DS 1.7 1.9 2.5 4.2 5.5
Brewer DS 1.8 1.9 2.5 4.5 6
Filter DS 2.7 2.9 3.5 5.5 8.1
Dobson ZS 2.5 2.9 4.2 5.9 7.2
Brewer ZS 2.7 2.9 4.1 6.4 8.4
Filter ZS 3.7 3.9 4.7 6.8 7.6
Standard Deviation of Monthly Difference, %
Dobson DS 0.8 0.9 1.3 2.3 3.3
Brewer DS 0.6 0.8 1.4 2.9 4.1
Filter DS 1.4 1.5 2 3.5 6.1
Dobson ZS 1 1.2 2 3.1 3.8
Brewer ZS 1 1.2 2.4 4.3 5.3
Filter ZS 1.6 1.8 2.6 4.1 5.1
Seasonal Amplitude of the Difference, %
Dobson DS 0.16 0.2 0.7 1.5 1.9
Brewer DS 0.2 0.3 0.9 1.9 2.5
Filter DS 0.3 0.6 1.4 2.8 3.9
Dobson ZS 0.2 0.4 1.2 2.5 2.7
Brewer ZS 0.5 0.6 1.3 3.2 3.7
Filter ZS 0.4 0.5 1.4 3.1 3.9
Range of Annual Mean Differences, %
Dobson DS 0.4 0.6 1.5 3.5 4.9
Brewer DS 0.2 0.5 1.4 4.5 6.5
Filter DS 0.5 0.8 2.2 5.3 9.4
Dobson ZS 0.5 0.7 1.8 4.6 5.3
Brewer ZS 0.2 0.4 1.8 3.9 6.5
Filter ZS 0.4 1.0 2.5 5.2 8.1
aCalculations were done separately for ground-based DS and ZS
observations.
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[30] There is about a 16-month period when both OMI
and EP TOMS data are available. It was at the end of EP
TOMS instrument operation when the instrument experi-
enced a severe degradation. Nevertheless, both winter and
summer differences are typically within a ±2% range. OMI
data were on average higher than EP TOMS by 2–3% at
40–60N, particularly over Europe and the Northern
Atlantic but they were slightly (0.5–1%) lower than EP
TOMS there in summer.
[31] The overlapping period of Nimbus 7 and Meteor 3
TOMS instruments was about 20 months but with some
gaps due to the Meteor 3 satellite orbit. As Figure 5 shows,
Meteor 3 data are typically lower than Nimbus 7 ozone
values. The difference is small (less than 1%) north of
45N over the continents in both winter and summer, as
was also seen in Figure 2. Over the tropical region and
Southern Hemisphere, the deviations are negative in the
two seasons shown in Figure 5. The difference there is
particularly large, about 2–3%, in November–February. A
greater than 3% difference can be seen over two spots in the
tropics and over the Antarctica in November–February.
[32] Comparison of EP TOMS data with GOME in
2001–2003 and OMI in 2004–2005 shows that, over
northern midlatitudes, the EP bias against GOME is nearly
the same as the bias against OMI. If there was no drift in EP
TOMS during 2001–2005, this may suggest that the dif-
ference between GOME and OMI is small over northern
midlatitudes as was demonstrated earlier in Figure 3.
However, this is not the case for southern midlatitudes
and a 1–2% bias between GOME and OMI is expected
there from comparisons with EP TOMS.
[33] The standard deviations of the difference between the
various satellite instruments are shown in Figure 6. Standard
deviations of the difference between daily values are typi-
cally 2–3% and are not much different for all satellite pairs
shown in Figure 6. This suggests that random instrument
errors and a difference in ozone caused by a difference in
observation time between the satellites are relatively small.
Standard deviations greater than 3–4% can be seen only at
high latitudes. Larger values are likely related to a date error
near the International Date Line. The date for the gridded
GOME data was assigned using the date information from
the start of the orbit. This may lead to a shift of 1 day for
part of the orbit when the date change occurs somewhere in
the middle of the orbit. This error should be kept in mind
Figure 7. Histogram of distribution for the mean difference between ground-based DS observations and
matched satellite overpasses for Dobson, Brewer, and filter instrument sites. The mean difference was
estimated for each site and for each 5-year bin separately and then estimates from all bins were lumped
together to produce the histogram.
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when satellite data are compared with ground-based meas-
urements at a few sites located near the 180th meridian.
3.3. Comparison Between Different Satellite
Instruments Limited to Overpass Events
[34] Since our goal is to estimate the overall performance
of the ground-based network by using satellite data as a
‘‘reference’’, it is important to know the accuracy of the
‘‘reference’’. To estimate its accuracy we extracted Meteor 3
TOMS, GOME, and OMI satellite overpass data that
matched available Dobson, Brewer, and filter instrument
DS and ZS observations and then compared these extracted
overpasses with data from two satellite instruments with the
longest records (Nimbus 7 and EP TOMS). The same five
characteristics of the difference as used for the ground-
based data (see section 2) were calculated for the satellite
overpasses. The comparison was done for 3 bins: from 1991
to 1993 for the Nimbus 7 and Meteor 3 TOMS comparison,
from 1996 to 2000 for the EP TOMS-GOME comparison
and for 2001–2005 for the EP TOMS comparison with
GOME and OMI. For each bin, the five characteristics were
calculated for each site and then the site values from all bins
were lumped together. Only stations located between 60S
and 60N were used to make the results comparable to those
for ground-based versus satellite differences discussed later
in section 3.4. Sites located near the International Date Line
where differences in satellite observation dates were
detected (see section 3.2) were excluded from the daily
standard deviation of the difference statistics. The compar-
ison was done separately for overpasses corresponding to
clear-sky or broken-cloud conditions (matching the days of
DS observations on the ground) and overcast clouds (ZS
observations on the ground).
[35] The results are summarized in Table 2. The mean
difference between overpasses from different satellites for
clear-sky or broken-cloud conditions is typically inside the
±1.5% range. Daily standard deviations are typically about
2%, and they rarely exceed 2.6%; this is in line with the
results shown in Figure 6. Uncertainties related to longer-
term variations of the difference (and expressed by the
standard deviation of monthly differences, the seasonal
amplitude of the difference, and the range of annual values)
are on the order of 2%. The differences are larger for
overcast conditions than for clear-sky or broken-cloud
conditions. This reflects larger uncertainty in satellite
Figure 8. Histogram of distribution for the range of annual mean differences between ground-based DS
observations and matched satellite overpasses for Dobson, Brewer, and filter instrument sites. The range
of annual mean differences was estimated for each site and for each 5-year bin separately and then
estimates from all bins were lumped together to produce the histogram.
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retrievals under overcast conditions most likely due to a
rapidly changing atmosphere under these conditions.
[36] There are obviously some differences between indi-
vidual bins as indicated in Figure 5. There is also a
difference in the results from overpasses for Dobson,
Brewer and filter instrument sites that reflects the difference
in station location, but these differences, while statistically
significant, are relatively small (e.g., within ±0.6% for the
mean difference). Therefore Table 2 presents a good over-
view of satellite observation uncertainties.
3.4. Comparison of Satellite Overpasses With
Ground-Based Data
[37] The distribution characteristics of the difference
between ground-based and satellite data for both DS and
ZS measurements are summarized in Table 3, while
Figures 7–12 show the histograms of the five character-
istic distributions for DS observations only. We also limit
this study to 60S–60N to avoid potential errors in
satellite and ground-based data in the polar regions. If
satellite overpasses from more than one satellite were
available, then their average value was used. It is impor-
tant to note that the study of the distribution of ground-
based site performance (all characteristics) was done for
five bins and then the results were lumped together unless
otherwise specified.
3.4.1. Mean Difference
[38] Figure 7 shows the histogram of the ground-minus-
satellite difference for Dobson, Brewer, and filter instrument
data. The mean and median values of the difference for
Brewer, Dobson and filter instrument stations are small,
within ±0.7%. However, there are sites with a much larger
mean differences. There are several potential explanations
for a larger difference. The bias between ground-based and
satellite data can be caused by station elevation. While
satellite algorithms account for altitude, they do it for the
average altitude of a large satellite ground pixel, which
could be quite different from the actual altitude of a ground-
based station. Mauna Loa is an extreme example of a high-
altitude site that has a difference with satellite overpasses
due to this reason. The Dobson instrument there is located at
3500 m above sea level and Dobson measurements are
4.4% lower than the gridded satellite data for that area.
Mauna Loa and another high-altitude station, Kodaikanal,
India, were excluded from the mean difference statistics.
Figure 9. Histogram of distribution for the standard deviation of daily differences between ground-
based DS observations and matched satellite overpasses for Dobson, Brewer, and filter instrument data.
The standard deviation was estimated for each site and for each 5-year bin separately and then estimates
from all bins were lumped together to produce the histogram.
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[39] The local condition at the site can also contribute to
the difference. Kerr and McElroy [1995], demonstrated up
to a 2% difference between early morning and afternoon
total ozone values at a site located near a large urban
center. This difference is related to ozone in the lower
troposphere. Therefore daily mean values could be biased
against satellite overpass data collected in the afternoon.
This illustrates that some systematic differences between
ground-based and satellite data can be caused by local
conditions. However, as Figure 7 shows, biases outside the
±3% range are rare and may be indications of potential
instrumental problems.
[40] The median value of the mean difference is within ±0.7%
for both DS and ZS Dobson observations. Approximately
one half of all Brewer sites have their ZS observation biased
by 2.5% or more. This was previously seen in Figure 2.
Brewer ZS measurements could overestimate ozone under
heavy cloud conditions due to multiple scattering and ozone
absorption of the UV radiation within the clouds. Some of
these measurements could get through Brewer data quality
control tests and affect daily averages. However, a 2.5%
bias seems to be too large to be explained by this. The
Brewer ZS algorithm is based on an empirical relationship
between zenith radiation and column ozone. Most likely,
the problem is related to the fact that many Brewer sites use
the default coefficients for this relationship included in the
Brewer operational software to calculate ZS ozone, rather
then calculating an instrument-specific and site-specific set
of coefficients after installation and any major refurbish-
ment of the instrument [Muthama et al., 1995]. Further
analysis of individual Brewer ZS observations (instead of
just daily mean values on days without DS observations
that are presently available from the WOUDC) is required
to clarify the origin of this bias.
3.4.2. Range of Annual Mean Differences
[41] While some systematic differences between ground-
based and satellite data can be caused by local conditions, it
is unlikely that these conditions are changing substantially
with time. For this reason, the range of annual mean
differences, i.e., the largest difference minus the smallest
one, was used as another criterion for ground-based data
validation. As Figure 8 shows, the median values of the
range for Brewer and Dobson sites are nearly identical,
1.4% and 1.5% respectively, if only DS data are used. The
90th and 95th percentiles are larger for the Brewer instru-
ments reflecting a relatively large number of ‘‘outliers’’.
Figure 10. Histogram of distribution for the standard deviation of monthly mean differences between
ground-based DS observations and matched satellite overpasses for Dobson, Brewer, and filter
instrument data. The standard deviation was estimated for each site and for each 5-year bin separately and
then estimates from all bins were lumped together to produce the histogram.
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Because of these outliers, the mean value of the range for
Brewer instruments is also larger than that of the Dobson
instruments (2.3% and 1.9% respectively). In one extreme
case, the range for one of the Brewer sites was as large as
30% suggesting major problems with the instrument. Esti-
mates for sites based on ZS data only show, in general,
similar characteristics to those for DS conditions.
3.4.3. Standard Deviation of Daily Differences
[42] The precision of daily values is reflected by the
standard deviation of daily differences. There are many
sources of the difference between ground-based and satellite
data and a large difference is not necessarily related to an
error in either measurement. The distribution of standard
deviations is nearly identical for Dobson and Brewer sites
(DS data only) with the median value of 2.5% and mean of
3% (Figure 9). The 90th percentile values are also nearly
identical (4.5%), while the 95th percentile is larger for
Brewer instruments than for Dobson instruments. The
histogram of the difference between filter ozonometer data
and satellite measurements is clearly different from these for
Dobson and Brewers and the mean and median values are
larger (4.1% and 3.5% respectively). As expected, the
standard deviations calculated using ZS data only are
noticeably higher, more than 4% for all types of instruments
[see also Fioletov et al., 1999].
3.4.4. Standard Deviation of Monthly Mean
Differences
[43] This characteristic is sensitive to both short-term and
long-term differences between ground-based and satellite
data. Dobson and Brewer instruments demonstrated a sim-
ilar performance for DS measurements with the median
value of 1.3% and mean of 1.6% (Figure 10). Similar to the
daily standard deviations and other statistics of the differ-
ence, filter ozonometers demonstrated larger mean and
median values of the difference with satellite observations
(2.5% and 2.0% respectively). Comparison of data from
individual bins revealed that the main characteristics of the
Dobson-satellite difference distribution remained the same
for all 5 bins with the mean and median values virtually
unchanged over the entire time period. The mean and
median of monthly difference between ground-based and
satellite observations for the Brewer instrument were small
in the first bin (1979–1985). There were only 7 Brewer
instruments reporting data at that time, and their data were
carefully verified and reevaluated. The mean and median
values are larger for the Brewer instrument than for the
Figure 11. Histogram of distribution for the amplitude of the annual cycle of the difference between
ground-based DS observations and matched satellite overpasses for Dobson, Brewer, and filter
instrument data. The amplitude was estimated for each site and for each 5-year bin separately and then
estimates from all bins were lumped together to produce the histogram.
D14313 FIOLETOV ET AL.: PERFORMANCE OF OZONE NETWORK
14 of 19
D14313
Dobson instrument during the next two bins (1986–1995).
During the last bin, the mean and median values for Brewer
sites are nearly the same as for Dobson sites. The mean and
median values for filter ozonometer (not shown here) do not
exhibit substantial differences between the five bins, except
for the 1996–2000 period. The mean and standard devia-
tions as well as the 90th percentile in that bin were the
largest. The standard deviations of monthly mean differ-
ences calculated for ZS measurements are greater then those
for DS data only.
3.4.5. Seasonal Amplitude of the Difference
[44] A seasonal cycle in the difference between ground-
based and satellite observations can be caused by a differ-
ence in ozone retrieval algorithms. The present Dobson and
Brewer instrument algorithms do not account for changes in
the ozone absorption coefficients due to the annual cycle in
ozone-weighted mean temperature caused by seasonal
changes in the vertical distribution of ozone and tempera-
ture. Typically, these effects are small, except for extreme
cases in the Antarctic winter and spring [Bernhard et al.,
2005]. Instrumental stray light [e.g., Olafson and Asbridge,
1981] as well as scattered light entering the instrument field
of view during a DS measurement [Josefsson, 1992] can
also yield a season-dependent difference in the difference
between ground-based and satellite data. As mentioned in
section 3.2, there are some seasonal differences in total
ozone retrieved from different satellite observations. For the
ground-based measurements, the seasonal component is
likely caused by errors in the instrument extraterrestrial
constant. These constants are determined during the cali-
bration of Dobson and Brewer instruments, but they can
change with time. These changes can usually be traced (and
corrected) based on regular standard lamp test results, but
this is not always done at some stations.
[45] Figure 11 shows the histograms of the seasonal
component of the difference for Dobson, Brewer and filter
instrument sites and Figure 12 shows the histograms for
Dobson and Brewer sites for individual bins. Median ampli-
tudes of the differences between Dobson and Brewer and
satellite observations appear to be smaller than those between
individual satellite instruments (Table 2). This may suggest
that the seasonal difference is not necessarily related to a
problem with ground-based measurements. From Figure 11,
it appears that the seasonal cycle for Brewer sites is larger
than for Dobson sites. However, as Figure 12 shows, the
characteristics of the distribution for Brewer sites were
different for different bins, while they remain virtually
unchanged for Dobson sites. The median seasonal amplitude
of the Brewer-satellite difference was larger in 1986–1990
than in the following years. This may be related to the Brewer
calibration procedure used at that time: the extraterrestrial
constant and effective ozone absorption coefficients were
transferred from the traveling standard. In recent years, the
effective ozone absorption coefficients were estimated from
an independent test and only the ETC was transferred from
Figure 12. Histogram of distribution for the amplitude of the annual cycle of the difference between
ground-based DS observations and matched satellite overpasses for Dobson, Brewer, and filter
ozonometer data for different bins. The amplitude of the annual cycle of the Dobson-satellite difference is
nearly the same for all 5 bins. The amplitude of the annual cycle of the Brewer-satellite difference was
larger in 1980–1995 than in 2000–2006.
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the traveling standard, which made the ETC estimates more
accurate.
[46] The median amplitude of the Brewer-satellite dif-
ference for the last bin (2001–2006) is slightly larger than
for the previous one. As Figure 2 suggests, there is a
strong annual cycle in the EP TOMS-Brewer difference.
The EP TOMS instrument during this time period is
known to have had a solar-zenith-angle-dependent error.
This error has been primarily removed by intercalibrating
with NOAA-14 SBUV (see http://toms.gsfc.nasa.gov/
news/Corrected_EP_TOMS_README.pdf) but a small
bias may remain. If EP TOMS data are excluded from
the comparison, the median value drops from 1.0 to 0.5,
however, the 90th and 95th percentile values remain the
same. This suggests that the cases of large seasonal
amplitude of the difference are most likely related to
ground-based data rather than satellite ones.
3.5. Overall Performance of the Dobson, Brewer, and
Filter Instrument Networks (DS Data Only)
[47] Estimates from Table 3, particularly the percentiles,
can be used to identify potential problems at individual
sites. Comparison of Tables 2 and 3 demonstrates that the
percentile values for satellite- and ground-based differences
are always larger than percentiles of characteristics of the
differences between individual satellite instruments. In other
words, large differences are most likely related to potential
problems at ground-based sites. This can be used to evaluate
site performance. We call site performance for a single bin,
‘‘suspect’’ or ‘‘outlier’’ if a certain characteristic of the
ground-based to satellite difference is outside the limits
shown in Table 4. These limits approximately correspond to
90th and 95th percentiles estimated for Dobson and Brewer
sites. Then, for each site the number of ‘‘suspect’’ and
‘‘outlier’’ characteristics was calculated for all bins. All
described characteristics were related to individual bins. An
additional characteristic, the range of mean differences for
all bins, was introduced to evaluate stability of a site over
the entire period. If this range exceeds the values given in
Table 4 for annual mean differences, the site was also
marked as ‘‘suspect’’ or ‘‘outlier’’.
[48] The characteristics of the differences are not inde-
pendent. For example, a large annual cycle of the difference
likely yields a large standard deviation of the differences.
Therefore it is expected that a single problem could be
reflected by more than one characteristic. We identify a site
as one with minor issues if its entire record has one to three
‘‘suspect’’ characteristics or one ‘‘outlier’’ and zero or one
‘‘suspect’’ characteristics. A greater number of ‘‘suspect’’ or
‘‘outlier’’ characteristics will mark a site as one with major
issues. Although this approach is rather subjective, it seems
appropriate since our goal is to compare stations to each
other.
[49] The same criteria from Table 4 were applied to all
sites and instrument types. Table 5 shows the number of
stations with minor and major issues among all ground-
based stations with long records (with data available from
three or more bins). About 60% of Dobson stations located
between 60S and 60N have no ‘‘suspect’’ or ‘‘outlier’’
characteristics. If the distribution of the site differences is
purely random and characteristics of the difference are
independent, there are only 7% of all sites that have a
record with no ‘‘suspect’’ or ‘‘outlier’’ characteristics in all
five bins. For sites with data in only three bins, this
probability is about 20%.
[50] The percentage of Brewer stations with no ‘‘suspect’’
or ‘‘outlier’’ characteristics (46%) is slightly less than that
for Dobson stations. About a quarter of all Brewer sites
were characterized as ‘‘sites with minor issues’’. Typically it
means that only a part of the entire record was affected by
an error in instrument constants and proper reprocessing of
data can improve data quality. The criteria listed in Table 4
were developed for Dobson and Brewer sites. Therefore it
was expected that sites equipped with the less accurate filter
instruments would not perform as well as the Dobson and
Brewer sites under these criteria. Nevertheless, more then
half of all filter instrument sites were classified as sites with
no issues or minor issues. These sites can be potentially
useful for satellite data validation, particularly over areas
where no Dobson and Brewer sites are available.
[51] Figure 13 shows the distribution of ‘‘good’’ sites
with no ‘‘suspect’’ or ‘‘outlier’’ characteristics in different
bins. In each bin, more than 80% of all Dobson sites are in
that category. This number is noticeably larger than the
value of 61% in Table 5 which is the summary of the entire
period. A single ‘‘suspect’’ event in one of five bins will
mark the entire record as a ‘‘suspect’’ for Table 5. The
percentage of ‘‘good’’ Dobson sites represent a small
increase over time, except for the last bin, when for many
sites, the latest intercomparison result has not been used for
data reevaluation yet. The absolute number of Dobson
stations has decreased as some stations stopped their obser-
vations in recent years.
Table 4. Thresholds for Statistical Characteristics of the Differ-
ence Between Ground-Based and Satellite Dataa
Parameter Suspect Outlier
DS Observations
1. Mean difference, % ±3 ±4
2. Standard deviation of daily difference, % 4.5 6
3. Standard deviation of monthly difference, % 3 4
4. Seasonal amplitude of the difference, % 2 3
5. Range of annual mean differences, % 4 5
ZS Observations
Mean difference, % ±4 ±5
Standard deviation of the daily difference, % 6 7
Standard deviation of the monthly difference, % 4 5
Seasonal amplitude of the difference, % 2.6 3.2
Range of annual mean differences, % 4 5
aA site performance within a single bin is classified as a ‘‘suspect’’ or
‘‘outlier’’ if a particular characteristic is outside the corresponding limit.
Table 5. Total Number of Dobson, Brewer, and Filter StationsWith
Long Records (i.e., With Data From 3 or More Bins) and Number of
Stations With Minor and Major Issues (See Text for Details)a
Dobson Brewer Filter
Number of stations with
data from 3 or more bins
69 (100%) 41 (100%) 39 (100%)
Within the range 42 (61%) 19 (46%) 11 (28%)
Minor issues 11 (16%) 10 (24%) 10 (26%)
Major issues 16 (23%) 12 (29%) 18 (46%)
aThe percent of the total number of stations with long records is given in
parentheses.
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[52] All seven Brewer sites demonstrated no ‘‘suspect’’ or
‘‘outlier’’ characteristics in the first bin. However, the rate
of ‘‘good’’ stations declined in the third bin when the
majority of Brewer sites started their records. Since then,
the percentage of ‘‘good’’ stations has increased and it was
76% in the last bin. Filter ozonometer sites performed quite
well in the first two bins due to rigid quality control applied
by the staff at the MGO: records from unreliable instrument/
sites were not submitted to the WOUDC. The number of
‘‘good’’ filter ozonometer sites has declined substantially in
the fourth bin. It appears the percentage of ‘‘good’’ sites
increased in the last bin, but the majority of filter sites have
not submitted their recent data yet.
[53] As mentioned in section 3.4, high-latitude stations
were excluded from the summary results shown in Table 4.
It is expected that larger discrepancies will be seen between
ground-based and satellite data at these latitudes and such
discrepancies are not necessarily related to problems with
the ground-based data. None of the Antarctic stations, with
data available from at least three bins, can be considered as
‘‘good’’ based on the formal criteria from Table 4. With one
exception, Antarctic stations have daily standard deviations
and seasonal amplitude of the difference above the ‘‘sus-
pect’’ limits at least in one of the five bins. Two Dobson
stations in the Antarctic fall under the ‘‘Minor issues’’
category and four Dobson and one Brewer station are under
the ‘‘Major issues’’ category. In the Arctic, three Dobson
and two filter ozonometer sites are ‘‘within the range’’.
Three sites of each instrument type fall under the ‘‘Minor
issues’’ category and two sites of each instrument type fall
under the ‘‘Major issues’’ category in the 60N–90N belt.
[54] It should be emphasized that the classification of
stations as ‘‘good’’, ‘‘suspect’’, or ‘‘outlier’’ describes only
the past station performance based on formal criteria
described above and should not be automatically applied
to the future data. Stations showing problems in the past
can become ‘‘good’’ stations after reevaluation of the data,
for example, if more calibration information becomes
available and is applied. A discrepancy between ground-
based and satellite data that have low probability accord-
ing to the Table 4 criteria does not necessarily suggest a
problem with the ground-based instrument. It could be
related to some local problem with satellite data, as
discussed in section 3.2. Or, keeping in mind a large
number of ground-based stations and long periods of their
operation, it could be even a random event. The suggested
Figure 13. Absolute and relative (in percent from the total number) number of sites with ‘‘no issues’’
(see text) in the record in 5 bins for Dobson, Brewer, and filter instrument sites located between 60S and
60N.
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classification is based on a statistical approach and it should
be used only as a diagnostic tool to identify potential
problems with the data. Correction of these problems should
be based on internal procedures keeping the satellite and
ground-based observing systems independent.
4. Summary and Discussion
[55] Comparison of total ozone data from different satel-
lite instruments analyzed in this study demonstrates that the
differences are typically within ±2% and very rarely are
outside the ±3% envelope. The difference depends upon the
season and region. The latter means that a change in satellite
instruments or algorithms could be misinterpreted as a local
‘‘trend’’ if a record merged from multiple instrument data is
analyzed. The magnitude of this artificial ‘‘trend’’ is not
negligible since the overall observed total ozone decline
over northern midlatitude is only about 3% [WMO, 2007].
[56] A good agreement between ground-based and satel-
lite data on a small set of high quality sites does not
guarantee that satellite data have the same good perfor-
mance everywhere, even at the same latitudes. Particularly
large, up to 3%, longitudinal differences between various
satellite instruments can be seen in the tropical region. Very
few ground-based stations are located in the tropics which
makes it difficult to validate satellite observations for these
latitudes.
[57] Dobson sites demonstrated a steady performance
when their DS measurements were compared to satellite
observations. The characteristics of the difference with
satellites remained virtually unchanged over all 5 bins
analyzed in this study. More then 60% of the Dobson sites
do not have characteristics of the difference with satellite
observations that are classified as ‘‘outliers’’ in this study.
[58] Lack of quality control is probably the main issue
with some Brewer sites. While Brewer and Dobson sites
demonstrated similar mean and median characteristics of the
differences with satellite data (for DS data), the number of
Brewer sites with large differences with satellite data is
greater than those for Dobson sites. This is also reflected by
the number of sites with minor and major issues in the
record (Table 5 and Figure 13). It should be mentioned that
recalibration and operation procedures of the Brewer net-
work are less standardized compared to the Dobson network
[Staehelin et al., 2003]. The situation was particularly bad
in the early 1990s, when Brewer observations started at a
large number of sites. However, in most cases, Brewer data
can be reprocessed using updated calibration constants to
provide high-quality data.
[59] Differences between different satellite instruments,
and between ground-based and satellite instruments under
cloudy conditions are larger than for clear-sky conditions.
The differences are particularly large for Brewer ZS
measurements: the majority of Brewer sites have a bias
of 2.4% or more against satellite instruments. This bias is
likely related to the use of the default set of coefficients
used for the ZS calculations at some sites. Brewer ZS
observations at these sites should be reprocessed.
[60] Comparison with satellite data demonstrated again
that filter instruments have lower precision compared to
Dobson and Brewer instruments. The standard deviations of
daily and monthly differences and other characteristics of
the difference with satellite data are typically higher than
those for Dobson and Brewer instruments. However, more
than 76% of all filter ozonometer sites demonstrated no
significant problems when compared with satellite over-
passes during the 1980s, i.e., demonstrated performance that
was just slightly worse than that for Dobson and Brewer
sites at that time. This number dropped to 45% in 1996–
2000. It appears the filter ozonometer network performance
is slightly better in 2001–2006, however, a relatively small
fraction of filter ozonometer data from that time interval
have been submitted to the WOUDC thus far.
[61] In nearly 90% of all cases, Dobson and Brewer sites
demonstrated 5-year mean differences with satellites to be
within ±3% (for DS observations). Since instrument-related
errors are typically independent at individual sites, the mean
or median value of several sites can be used as a highly
accurate reference for satellite measurements. For example,
the seasonal median difference between all Brewer DS
measurements at 25–60N and GOME and OMI over-
passes remained within ±0.5% over a period of more than
10 years. It is essential to maintain ground-based measure-
ments with high data quality through regular instrument
intercomparisons and calibrations. A better understanding
of sources of the difference between different types of
ground-based and satellite instruments with possible adjust-
ment of ozone retrieval algorithms is also required for data
validation near 1% level. In particular, inadequate knowl-
edge of the cross-section spectrum on ozone and its tem-
perature dependence may be in part responsible for some of
the absolute and seasonally changing discrepancies.
[62] Ground-based stations where total ozone measure-
ments have deviations of more than ±3% against satellite
observations may not be useful for the analysis of long-term
changes in stratospheric ozone or comparisons with numer-
ical simulations since available satellite instruments can
measure ozone better than that. One obvious recommenda-
tion emerging from this study is to put more effort into
improving the precision of ozone measurements at such
stations in order to make them more suitable for ozone
monitoring purposes.
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